: Nucleotide sequences of LAMP primers that target the V. cholerae ctxA gene.
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Sequence ( Electronic Supplementary Material (ESI) for Analyst. This journal is © The Royal Society of Chemistry 2019 Figure S3 : Representative graphs of profilometry data. The z height of the single layer nanosilver ink prints varies between the different designs and also appears to vary within a single print as well. There does appear to be some correlation between trace width and z height as thinner designs produced higher z height despite using the same print settings (35µm drop spacing etc.). Other sampling locations on different prints showed z heights between 1 and 1.3 µm. A and B) , the bottom surface of the sample chip (in contact with the heater) (C) Each figure intensity (color gradient) is specific to the temperature scale to the right of each evaluation, please note that the scales are different for each. The resistance was measured before and after each treatment using the two-point probe method (shown in Figure S6 ). Figure S9 : Detection of serial dilutions of E. coli using PrestoBlue™. LOD of 37°C after 6 hours is 10 5 colony-forming unit (CFU). After 16 hours limit of detection (LOD) of 37°C is 10 1 CFU. LOD of room temperature samples was 10 6 CFU after 16 hours. Design A microheater (8 Ohms) was used for these trials. Color change for microheater incubations closely match incubator results while room temperature samples did not. Incubator and microheater performance data suggest the microheater incubation could have a similarly low LOD of 10 1 CFU.
